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BioLane HTI 16VAccessories – slide incubation

• Only washing
• Up to 25 slides/ incubation unit



BioLane HTI 16VSoftware – Structure

Self-test

Run mode

Switch to Edit mode

Edit mode

Open method

Information

„Print“: email method/log file

Start run/pause run

Switch off system

Switch to Run mode

Open method

Information

Config

User account administration

Service



BioLane HTI 16VSoftware – Self-test



BioLane HTI 16VSoftware – The Run mode

1. Status line
2. TCP/IP button to connect 

to a network
3. System information
4. Method navigation 

arrows
5. Method step numbers
6. Red system (system 1)
7. Blue system (system 2)
8. Combi step
9. Icon bar



BioLane HTI 16VSoftware –The Edit mode

1. Status line
2. Small icon bar to edit 

programs
3. Program information
4. Method navigation 

arrows
5. Method step numbers
6. Inpump step
7. Incubation step
8. Outpump step
9. Icon bar





BioLane HTI 16VSoftware – Steps

Step name
Inpump step

Incubation step

Progress bar
Outpump step

Combistep



BioLane HTI 16VSoftware – Information

Volume information Runtime information














